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Abstract
The Gamma-Ray Infrastructure For Fundamental Investigations of Nuclei, GRIFFIN, is a new experimental
facility for radioactive decay studies at the TRIUMF-ISAC laboratory. The performance of the 16 high-
purity germanium (HPGe) clover detectors that will make up the GRIFFIN spectrometer is reported. The
energy resolution, efficiency, timing resolution, crosstalk and preamplifier properties of each crystal were
measured using a combination of analogue and digital data acquisition techniques. The absolute efficiency
and add-back factors are determined for the energy range of 80 - 3450 keV. The detectors show excellent
performance with an average over all 64 crystals of a FWHM energy resolution of 1.89(6) keV and relative
efficiency with respect to a 3”x3” NaI detector of 41(1)% at 1.3 MeV.
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1. Introduction
Large arrays of detectors for gamma-ray mea-
surements coupled with auxiliary particle detection
systems provide one of the most powerful and ver-
satile tools for studying exotic nuclei through nu-
clear spectroscopy at rare-isotope beam facilities.
The Gamma-Ray Infrastructure For Fundamental
Investigations of Nuclei, GRIFFIN [1], is a new ex-
perimental facility for radioactive decay studies at
the TRIUMF-ISAC laboratory [2].
GRIFFIN will be used for decay spectroscopy re-
search with low-energy radioactive ion beams. A
high gamma-ray detection efficiency, combined with
the unique rare-isotope beams provided by ISAC,
will support a broad program of research in the ar-
eas of nuclear structure, nuclear astrophysics, and
fundamental interactions.
2. GRIFFIN HPGe clover detector
The GRIFFIN detectors were manufactured by
Canberra, France-Lingolsheim. The n-type high-
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purity germanium (HPGe) crystals used in the
GRIFFIN detectors are initially 60 mm in diameter
and 90 mm in length. The crystals are machined so
that four of them can be housed together in a single
cryostat, forming a close-packed “clover” arrange-
ment [3–5] as shown in Fig. 1. The outer edges of
the HPGe crystals are tapered at an angle of 22.5
degrees over the first 30 mm of their length to al-
low for close-packing of neighbouring clover detec-
tors once mounted in the support structure of the
GRIFFIN spectrometer. Exterior dimensions of the
aluminum crystal housing which contains the vac-
uum system of the crystals are shown in Fig. 1.
The front face of the aluminum crystal housing has
a thickness of 1.5 mm. The crystals are operated
at a temperature of approximately 95 K with cool-
ing provided by a common cold finger from a dewar
holding liquid nitrogen. The dewar of each detector
has a static holding time in excess of 20 hours.
Fig. 2 shows a block diagram of the basic layout
of the detector electronics. The first stage of the
preamplifier electronics is located with the HPGe
crystal inside the aluminum crystal housing. The
components are in thermal contact with the same
cold finger as the crystals and therefore also receive
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Figure 1: 3-D model of a GRIFFIN HPGe clover with the ex-
terior dimensional tolerances of the aluminum crystal hous-
ing indicated.
active cooling in order to achieve the best noise
conditions of the field-effect transistor. A room-
temperature preamplifier is provided for each crys-
tal and located in an enclosure attached to the de-
war. No active cooling or heating is provided to this
stage of the preamplifier electronics. Each pream-
plifier has an output signal provided on two bulk-
head SMA connectors (which give identical signals)
with an output impedance of 50 Ω. An additional
SMA bulkhead is provided for each preamplifier to
allow injection of a square-wave test pulse signal
into the front of the preamplifier as a direct alter-
native to charge collection from the crystal.
A SHV bulkhead connector is provided for each
crystal to allow for individual high voltage bias to
be applied to each crystal. Operating bias voltages
are specified by the manufacturer individually for
each crystal in the Detector Specification Sheet [6]
provided with each detector. The operating bias
voltages have values of either +3.5 or +4 kV. Dur-
ing all measurements reported here the bias voltage
applied to each crystal was the same as that stated
on the Detector Specification Sheet for that crystal.
Each clover is equipped with an internal tempera-
ture sensor and associated circuitry which is used
for high voltage bias shutdown in the instance of ac-
cidental warm up of the detector. Protection from
application of bias voltage during a thermal cycle
to room temperature is essential as this can lead to
electrical discharge that can damage the field-effect
Figure 2: Block diagram showing the basic layout of the
detector electronics.
transistor.
The four preamplifier chips and bias-shutdown
alarm card are located on a common Printed-
Circuit Board (PCB) and share a common elec-
trical ground. Preamplifier power at a voltage of
±12 Volts is provided by a 9-pin D-sub connector
on the bulkhead.
3. GRIFFIN clover detector properties
The performance of the GRIFFIN clover detec-
tors was characterized at the Simon Fraser Univer-
sity Nuclear Science Laboratories as part of the ini-
tial acceptance testing procedure and is described
in this section.
3.1. Energy resolution
Energy resolution measurements were per-
formed by placing a series of radioactive sources
25.00(5) cm from the center of the face of the clover
detector.1 A 152Eu source was used for energy res-
olution measurements at 122.0 keV. A 60Co source
was used for energy resolution determination at
1332.5 keV. In all measurements the total count-
ing rate of each crystal was less than 1 kHz.
The preamplifier output signal was fed directly
into an ORTEC DSPEC jr 2.0 Multichannel An-
alyzer (MCA) via a 50 Ω, 5 metre coaxial ca-
ble. In separate measurements, a minimum of 105
counts in the background subtracted 122.0 keV
and 1332.5 keV photopeaks were collected. The
1The detector manual states that the front of the crystals
are 7 mm from this surface.
2
 0.95
 1
 1.05
 1.1
 1.15
 1.2
 1.25
 1.3
 1.35
2 4 6 8 10 12 14 15
FW
HM
 (k
eV
)
Crystal 1Crystal 2Crystal 3Crystal 4
 1.6
 1.7
 1.8
 1.9
 2
 2.1
 2.2
 2.3
 2.4
 2.5
2 4 6 8 10 12 14 16
FW
.1M
 (k
eV
)
Crystal 1Crystal 2Crystal 3Crystal 4
Figure 3: Measured FWHM and FW.1M at 122.0 keV for
all crystals. Data were obtained using a 152Eu source placed
25.00(5) cm from the center of the face of each clover detec-
tor.
background subtraction was achieved through the
automatic background subtraction routines in the
Maestro application software [7]. Energy resolu-
tion was defined as the full-width at half-maximum
(FWHM) of the photopeak, extracted using gf3, a
least square fitting program, from the RADWARE
gamma-ray spectroscopy software package [8]. The
full-width at tenth-maximum (FW.1M) resolution
was extracted from Maestro’s peak fitting algorithm
[7]. The FWHM of the photopeaks for all crystals at
122.0 keV and 1332.5 keV were better than 1.26 keV
and 2.02 keV, respectively, while the FW.1M was
below 2.3 keV and 4.3 keV, respectively. The results
for all crystals are shown in Figs. 3 and 4. The aver-
age energy resolution at 122.0 keV and 1332.5 keV
for all 64 crystals is 1.12(6) keV and 1.89(6) keV
respectively.
3.2. Efficiency
An activity-calibrated (±2% at the 90% confi-
dence level) 60Co source was placed in the same
source holder used in the energy resolution mea-
surements. Data were collected for each crystal
separately without moving the source such that
more than 105 counts were accumulated in the
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Figure 4: Measured FWHM and FW.1M at 1332.5 keV for
all crystals. Data were obtained using a 60Co source placed
25.00(5) cm from the center of the face of each clover detec-
tor.
1332.5 keV background-subtracted photopeak. The
total counting rate of each crystal was kept below
1 kHz during the data collection.
The relative efficiency of each GRIFFIN crystal
at 1332.5 keV at 25.00(5) cm with respect to a 3” x
3” sodium iodide (NaI) scintillator [9] is presented
in Fig. 5. The relative efficiency of all crystals
was greater than or equal to 37.9% at 25.00(5) cm
source-to-detector distance.
Fig. 6 summarizes the overall energy resolution
and relative efficiency performance at 1.3 MeV of
the 64 crystals in the 16 clovers that will form
the GRIFFIN spectrometer. The performance of
all GRIFFIN detectors is excellent. The average
values, indicated by the square data point in Fig.
6, for energy resolution and relative efficiency are
1.89(6) keV and 41(1)% at 1.33 MeV respectively.
3.3. Timing resolution
The timing resolution of each HPGe crystal was
measured with respect to a barium fluoride (BaF2)
scintillator for all gamma-ray interactions above
100 keV using a 60Co source. Timing resolution
was defined as the FWHM of the HPGe-BaF2
coincidence-timing peak with a minimum of 103
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Figure 5: Relative efficiency for a 1332.5 keV gamma ray
with respect to a 3” × 3” NaI detector. Data were obtained
using a calibrated 60Co source placed 25.00(5) cm from the
center of the face of each clover detector.
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Figure 6: Summary of the overall energy resolution and rel-
ative efficiency performance at 1.3 MeV of the 64 crystals
in the 16 clovers that will form the GRIFFIN spectrometer.
The square data point indicates the average value for all 64
crystals.
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Figure 7: Timing resolution of the HPGe crystals for all
interactions above 100 keV measured with respect to a BaF2
scintillator. Data obtained using a 60Co source.
counts. Standard NIM electronics modules were
used for the analogue timing setup in order to ob-
tain the coincidence-timing peak. The timing reso-
lution of each GRIFFIN HPGe crystal with respect
to the BaF2 scintillator is given in Fig. 7. The tim-
ing resolution of all crystals was below 10 ns for all
gamma-ray interactions above 100 keV.
Further investigation of the GRIFFIN clover ana-
logue timing characteristics was performed by ap-
plying a stricter coincident energy condition. For
one HPGe crystal of each clover, the second pream-
plifier output signal was used to make a gate on the
1332.5 keV gamma ray. An improvement of 1-3 ns
in timing resolution was typically observed when
the coincident energy condition was imposed.
3.4. Inter-Crystal Crosstalk
As mentioned in section 2, the four preamplifiers
share a common electrical ground through a com-
mon motherboard PCB and are therefore suscepti-
ble to inter-crystal crosstalk. When an interaction
occurs in one crystal a baseline offset will be in-
duced on the other three crystals resulting in an
apparent energy shift of any signal in those crys-
tals. The magnitude of the energy shift in the sec-
ond crystal is proportional to the energy deposited
in the first crystal and will have a finite time depen-
dance. This effect in the GRIFFIN clovers shows
a maximum energy shift of 0.07% of the deposited
energy at a time separation of 5 µs. As an example,
this corresponds to an energy shift of 0.9 keV for
any gamma-ray energy when it is detected 5 µs af-
ter a 1332 keV gamma ray has interacted in one of
the other three crystals. This inter-crystal crosstalk
will affect the energy resolution in add-back events
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and at high-counting rates, but it can be accounted
for in offline data analysis.
3.5. Electrical/preamplifier
A series of electrical and preamplifier properties
were measured as part of the initial acceptance test-
ing procedure for each clover. For all preampli-
fier properties reported here the uncertainty in the
brackets represents the standard deviation of the
values measured for all 64 crystals. The uncertainty
in the measurement of each property for an individ-
ual crystal has a much greater precision.
The peak-to-peak baseline width was determined
by observing the output signal of each preamplifier
on a 50 Ω terminated LeCroy LC584AL digital os-
cilloscope. The peak-to-peak baseline width was
less than 3.5 mV for all HPGe crystals with an av-
erage value of 2.0(3) mV. The DC offset was quan-
tified by observing the shift in baseline for a fully
biased-crystal with respect to the ground (zero bias
voltage reference). In all cases the DC offset was
less than 13 mV with an average absolute offset of
3(4) mV.
The preamplifier gain was measured by compar-
ing the baseline-to-peak voltage of individual event
pulses produced by gamma-ray energies of 662 keV
(137Cs source) and 1332.5 keV (60Co source) mea-
sured on a 1 MΩ terminated oscilloscope. As the
output impedance of the preamplifier is 50Ω, the
use of a 1 MΩ termination produces effectively an
open circuit for these measurements. The average
preamplifier gain of all crystals determined with
this method was 208(12) mV/MeV. Measurements
with 133Ba, 152Eu and 56Co sources confirmed the
linearity of the gain to better than 0.2 keV over the
energy range from 53 to 3451 keV.
The preamplifier output signal rise time, decay-
time constant, ringing, and overshoot were exam-
ined by connecting a square-wave pulser signal gen-
erated by a Hewlett-Packard 8004A Pulse Gener-
ator to the test input of each preamplifier. The
square-wave signal was generated at a frequency of
1.7 kHz with an amplitude of 80 mV and rise time
of 1.20(5) ns. The preamplifier output signal was
digitized using a 14-bit, 100 MHz sampling TIG-10
digitizer in a TIGRESS-style data acquisition sys-
tem [10]. The appropriate regions of the digitized
waveforms were fitted in an offline analysis to de-
termine the properties of the preamplifiers. The
rise time was defined as the length of time for the
pulse to increase from 10% to 90% of the full ampli-
tude. The decay constant was found from the best
fit of an exponential function to the falling part of
the waveform. Average values across all 64 pream-
plifiers of 42(7) ns and 52(1) µs were determined
for the rise time and decay constant respectively.
The average ringing of the signal (unwanted oscil-
lation following charge collection) was measured to
be 0.4(1)%. One crystal had an overshoot of 3.8%,
but all other crystals had no measurable overshoot.
4. Efficiency improvements with add-back
The dominant interaction process for gamma rays
of ∼0.2 to ∼7 MeV in germanium is by Compton
scattering. In a Compton scattering event it is pos-
sible for the gamma ray to deposit part of its energy
in one crystal and then enter a neighboring crystal
to deposit a portion or the remainder of its energy.
These two, or more, energy depositions are time
correlated and it is common practice with clover
type Ge detectors to recover the full gamma-ray
energy by summing the individual events in a pro-
cedure known as add-back.
The clover detector can therefore be operated in
two modes [11],
• single crystal mode, where the total efficiency
of the detector is given by the sum of the indi-
vidual spectra collected on all four crystals,
• add-back mode, where total efficiency of the
detector is obtained by the sum of recon-
structed energies based on observed time cor-
relations.
The add-back mode reduces the Compton contin-
uum and the number of counts in the escape peaks
while adding counts to the full-energy photopeaks.
A measure of the efficiency enhancement due to
the add-back procedure is given by the energy-
dependent add-back factor,
F (Eγ) =
NAB
N
, (1)
where Eγ is the energy of the gamma ray, NAB is
the number of counts in the photopeak after add-
back and N is the number of counts in the photo-
peak before add-back.
Spectra from various sources (133Ba, 56Co, 60Co
and 152Eu) were used to determine the add-back
factors of several GRIFFIN clover detectors over
the energy range from 81.0 keV to 3451.2 keV.
Data from each source were acquired separately
with a 25.00(5) cm source-to-detector distance.
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Figure 8: HPGe-HPGe coincidence time-peak between Crys-
tal 1 and Crystal 2 of GRIFFIN01. The FWHM is
14.15(6) ns. The upper and lower panels show the timing-
peak with a logarithmic and linear y-axis respectively. The
coincident-time window used for add-back was 100 ns.
Data from all four HPGe crystals of the GRIF-
FIN detector were collected simultaneously using
a TIGRESS-style data acquisition system [10] re-
quiring a 500 ns coincident-timing condition. The
low-energy threshold for each crystal in these mea-
surements was 26 keV.
To reduce the contribution from random events
detected in the coincident-time window, HPGe-
HPGe time-correlations were analyzed. Only events
that fell within the 100 ns coincident-time window
shown in Fig. 8 were included in the add-back en-
ergy reconstruction.
Fig. 9 shows example 1-, 2-, 3- and 4-fold spectra
for a 60Co source collected with GRIFFIN detector
serial number 1 (GRIFFIN01). The 1-fold spectrum
consists of all the events where only one channel
detected a hit within the coincident-time window.
The 2-, 3- and 4-fold spectra consists of all the time
correlated events where two, three or four channels
produced an event within the coincident-time win-
dow, respectively. An energy offset correction has
been applied to the peaks in the > 1-fold cases as
discussed in section 3.4.
The add-back spectrum is the sum of all m-
fold spectra (1 ≤ m ≤ 4). Fig. 10 shows the
60Co spectrum collected on the GRIFFIN01 detec-
tor with (red) and without (blue) the add-back pro-
cedure performed. A number of gamma rays from
room background are also observed in this spec-
trum. The insets show enlargements of the 1173.2
200 400 600 800 1000 1200 1400
Energy (keV)
102
104
10
1000
C o
u n
t s  
p e
r  k
e V
5
50
500
5
20
100
1-fold
2-fold
3-fold
4-fold
Figure 9: 60Co source spectra of GRIFFIN01 corresponding
to 1-fold, 2-fold, 3-fold and 4-fold events. The 1-, 2-, 3- and
4-fold spectra consist of all the time correlated events where
one, two, three and four channels produced an event within
the coincident-time window, respectively.
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Figure 10: (Color online) Spectrum of a 60Co source col-
lected with GRIFFIN01 operated in singles mode (blue) and
in add-back mode (red). Insets show enlargements of the
1173.2 keV and 1332.5 keV photopeaks. The spectrum with
add-back is the sum of all the spectra in Fig. 9.
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Figure 11: Measured add-back factors of the GRIFFIN15
detector. The weighted second-order fit and best-fit param-
eters to Eq. 2 are also shown.
and 1332.5 keV full-energy photopeaks. It is found
that energy resolution worsens by about 0.1-0.4 keV
in the add-back mode. It is clear that add-back
increases the number of counts in the full-energy
photopeaks and reduces the Compton continuum.
At 1332.5 keV, the add-back factor is ≈1.4 there-
fore the efficiency increases by ≈40% at 1332.5 keV
when the GRIFFIN clovers are operated in add-
back mode instead of singles mode. All GRIFFIN
clovers show similar addback factors.
The add-back factors measured over the energy
range from 81.0 keV to 3451.2 keV for GRIFFIN15
are shown in Fig. 11. A weighted second-order func-
tion of the form,
F = a+ bx+ cx2 for Eγ > 120 keV,
x = ln(Eγ), (2)
was fitted to the experimental values for gamma-
ray energies, Eγ > 120 keV, using a least squares
fitting routine. The parameters of the best fit were
found to be 1.8(2), -0.40(8) and 0.047(7) for a, b
and c respectively. These empirical add-back fac-
tors are similar to those measured for other clover
style HPGe detectors [11–14].
5. Efficiency calibration
Reference [15] reports on a method to determine
the absolute efficiency curve of a HPGe detector
based on a combination of relative efficiency mea-
surements from the 133Ba, 152Eu and 56Co radionu-
clides and the absolute efficiency measurement from
the radionuclide, 60Co. This procedure was per-
formed for the GRIFFIN15 detector. The abso-
lute efficiency was determined with an activity cal-
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Figure 12: Singles (cross) and add-back (open-squares) abso-
lute photopeak efficiency of the GRIFFIN15 clover detector.
ibrated 60Co source as described in section 3.2. Fur-
ther measurements were conducted using uncali-
brated sources of 133Ba, 152Eu and 56Co to cover
the energy range from 53.2 keV to 3451.2 keV. The
activity of all source was ≈1–2 µCi (37-74 kBq).
The efficiency data were collected separately for
each source with a source-to-detector distance of
25.00(5) cm. This distance was short enough to
allow sufficient statistics to be acquired in a rea-
sonable amount of time while minimizing summing
effects. Summing events are the result of two or
more gamma rays emitted in the same decay being
detected in a single crystal. The effect of summing
is to reduce the number of counts in the full-energy
photopeak and thus distort the absolute efficiency
measurement. In the setup used here the summing
corrections are comparable to the statistical errors
and smaller than the error of the activity calibra-
tion of the source.
Fig. 12 shows the absolute efficiency response of
the GRIFFIN15 detector when operated in singles
mode (stars) and in add-back mode (open squares).
At gamma-ray energies around 120 keV, the photo-
peak efficiency in singles and add-back modes are
identical within the precision of the measurements.
This means that the add-back factor F is equal to
1 around 120 keV, consistent with the results pre-
sented in Section 4. It is clear that operating in
add-back mode increases the photopeak efficiency,
especially at higher energies, and is a beneficial fea-
ture of the clover type HPGe detector.
6. Conclusion
Sixteen GRIFFIN clover detectors underwent ini-
tial acceptance testing at the Simon Fraser Uni-
7
versity Nuclear Science Laboratories over the 2012-
2014 time period. All 16 detectors showed excel-
lent performance and were accepted before the end
of 2014. The detectors are now operating in the
GRIFFIN spectrometer [1] for radioactive decay
studies of stopped rare-isotope beams produced by
the TRIUMF-ISAC facility.
The performance characteristics of the crystals
and preamplifiers are reported. The detectors
showed excellent performance with an average over
all 64 crystals of a FWHM energy resolution of
1.89(6) keV and relative efficiency with respect to
a 3”x3” NaI detector of 41(1)% at 1.33 MeV.
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